MISSOURI DEPARTMENT OF HEALTH n]EFATH ALCOHOL PROGRAM

STATE PUBLIC HEALTH LABORATORY ) ﬁ' 8 ?m}u
DATAMASTER MAINTENANCE REPORT JUK -8 70

Gomplete this repor in duplicate at the time of the regular monthly preventive maind 2, ckirahd Mhenaver instrument
is repaired. Send copy 1o Department of Health; retain original in deparlmem file. Dgs@% ﬁl}i k‘ Bhe

DATAMASTEA SN ) L DATE OF INSPEGTION
204126 Inventory Number 127246 e - [06-03-09 .
LOGATION OF INSTRUMENT {STARET AND CITY) T e e PECTION

S1. Francois County Sheriff's Department, Farmingtoin, Missouri . 11911

CHECKLIST: Place a check {v}) lo the fefl of each item if found to be satisfactory or If operating within established limlts. {Write
in observed valuns where determined.} Unchecked ilems must be corrected belore using mstrumem

¥1 piagNosTIC CVHECK (PRINTOUT ATTACHED])

/] COMPUTER &/l DETECTOR

] PROGRAM ¥ FiLteRs

HEATERS SAMPLE CHAMBER 9 g [} QUARTZ STANDARD
V] FLOW DETECTOR V1 caLiBrATION

1 pUMP HIGH SPEED : PRINTER

INDICATOR LIGHTS

TIME AND DATE

SIMULATOR TEMPERATURE (34 ¥C 4 0.2¢C)

K1 CALIBRATION GHECK -
Run three lesls using a standard solution. Al three lests musl be within £ 5% of the standard value and musl have a
spread of .005 or less, Chack the box corresponding io the slandard solution being used. (PRINTOUT ATTACHED) (USE
RECIRCULATION PUMP)
[ 0.100% STANDARD - MUST READ BETWEEN 0.085% and 0.105% INGLUSIVE
[J 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)

TEST1 W™ 100 !TEST2 ” 101 TEST3 ™ 101

/] PERFORM R.F.IL. TEST (PRINTOUT ATTACHED)

[/} NUMBER OF HEFUSALS, SINGE LAST MAINTENANGE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS-
FOLLOWS: {DO NOT INCLUDE SIMULATOR TESTS) )

REFUSALS | {0-.04) 0 {.05-.09} 2 {.10-.14) 3 {.15-.19) 4 {Over .19) 4

List any new parts and describe any alieralion or modification that was made to restore the instrumant 1o operale satisfactorliy
and within established limits {use other side if necassary) .
This instrument is operating within established limits. Replaced finmware chip 12/15/99 with version 04/07/2009.

Solution Manufacture; Guih Laboratories, Inc, Lot Number: 08340 Expiration Date: 10-15-2009
tNSPECTING QFFICER " - : :
SIGHATURE PHINT NAME
> &h\l: C,().oollz W.D, Choale
TYFE 1 PEALIT NUMBERIEXPITATION DATE TELEPHONE NUMBER
820144 / 05-06-2010 (573)431-0166

MO 58D-1468 {9-94) AN EDUAL DPPORIUHIEYIAFRNMATIVE AGHOET EMPLOYER Ltab 116

sonsges provaded ot a nondsehmmalony bass



®
4@6 GUTH LABORATORIES, INC.

590 NORTH 67th STREET # HARRISBURG, PA 47111- 4611 ® TELEPHONE: 717.564-5470

Ty

CERTIFICATE OF ANALYSIS
Certifted Alcohol Reference Solution for Simulator

Random Samples of Lot Number - 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromaltography: énd.found to contain 0.1211 percent
(w/vol) ‘ethyi alcohol. The expiration date for this lot
number is October 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC.

The alcohe! and wat-r used in this solution were

free of test interfering substances.

ZINE G =

Ted L. Pauley, President
GUTH LABORATORIES, INC.




HACe EINS DIUe powilh — LIUS Loge 21 1Irst

BAC DataMaster
Evidence Ticket

MIZZMIET ETATE HIGHWAY PRTROL
BAC DATAMARZTER SERIAL HUMBER Z@841i2e
G TR S Ol

IR

——— DIAGHOSTIC CHECK ——-

OHPUTER: Ay
ROGRAN ©EG-BF—ZEEE 0 OKAY
EATERS
RMFLE CHAMEER: 4%
Lot DETECTOR: U
P
1GH SPEEIG CEY
ETECTOR:! DY
ILTERS: CHCERY
UARTZ ETANDFARIG CHErY
CAY

ALIERATION:

FRINTERE TEET
PR Ay bk~ SR PIASETEYE 1= XY ERBCIERS
TIELHNOPORS TUMWHY 20~ 1 abode fghd 3 Lmno

) = AN T g [ra™

Signature 53&, QQJJCLE&

scycled paper with agn-based inks

OIS 2208-02

e,

DACE LIS OIUC BDYHIL — LIS uge 1) rIest

BAC DataMaster
Evidence Ticket |

MIFZOURT STHTE HIGHWRY PATROL
BAC DATAMASTER ZERIAL NUMBER 2R41E5

BEHECES

TERTIMG OFFICER:
CHOATEA WD
OFFICER 1.0.% 18
- FPERMIT HUMEBER: #igidd
ESPIRATION DATE: B5-85-14
MIZCELLAMEDE DRTA:
.18 TEET :

—-—— FHFEREWILZOR MODE ———

BLAME TEET . HEE I H
IHTERMAL =TAHDAED YERIFIED 19t
EXTERHMAL =TRANBARRD . laE i
- BLAHK TEST _ « G i
EATERNAL ETANHERED . 161 19
ELAME TEST isic 1
ATERMAL =TAHDARD L1l 1%
BLAME TEZT - FIFIE 1w
H = 3
e 20§ PR
e FRE, =, 1886

b s pea o
00 =] =3

Operator Signature
Printed on recycled papes with agri-based inks

e

CMSL 2208-02



DHEUE 111D JIUE LUV — 1D ISUPC AL 1Lt

BAC DataMaster
Evidence Ticket

MIZZOURT ZTATE HISHWAY FATROL
; ERC DATAMARZTEE ZERIAL MUNMEER 204126
i : FE TS

ARREST TIME: 1Riom
SUBJIECT MEAME:

TERT
Ig: @l-81-81 EEF: W
ETATE~D. L. MO- 23458
ARRESTIMNG OFFICER:

TEET
GFFICER ILIL: 154
TEETIHG FFICER:

CHOATEA LB

OFFICER I.0.: 156
FERMIT HUMEER: S2EId4
EXFIRATION DIATE: 8570518

MISCELLAMEOUE IATH:
RFI TE=T

=~ BEEATH ANALYETE —-

Ay BLAME TEST IE!BE! josg
RIFIED  i9:ad

IMTERMAL ETAHLARL
RADIO IMTERFERENCE

" Operaior Signalure &’m %“m

.Prinled on resycled paper wilh agr-based inks

CM5 2208-02




State of Missouri
DEPARTMENT OF HEALTH

= PEBRMIT ~

weEn ()

WNLOHOATE

ls hersby aitthorlzedt to inetriol and auparv!ne operators, irdin inatruotors, Jnapeut
callbrate, perform Hlekd repatre, and oparate the following breath anelyzer(a): _

DATAI}JASTER

forihe datermlnation of the riaphalic oontenl of biood from & sample of expired (alvenlar)
aly, Jsoued snder the provisions of sections 577.020 through 577.041, REMo 1BBE,

S 05/06/08. | D 2 AL

« Diremior o Biata Pubho Horllh Lﬂbnmion‘

Numbe: .820.1&4_.—
Expres 25/06/2010

Direnloy, Doperiment of Heallh
MOB6-0771 {7-88) Leb. 4 {R7.88)



